79TH ORDNANCE BATTALI ON ( EOD)
COVMAND | NSPECTI ON CHECKLI ST

TMDE
31 JuL 00
UNI T | NSPECTED: SECTI ON
| NSPECTED
DATE: | NSPECTOR
&

1. Does the unit have the foll ow ng publications

on hand:

TB 43-180 (01 COCT 94), TB 750-25 (01 MAR 97)**

2. Are itenms requiring calibration
done so within the specified interval ?**

TB 43-180 (01 OCT 94)

3. Is a current TMDE Master listing on hand
and does it contain current information?

TB 43-180 (01 OCT 94)

4. 1s all equipnent that requires calibration
listed on the master |isting?**

TB 43-180 (01 OCT 94)

5. Are DA Labels used on all required TMDE?

TB 43-180 (01 OCT 94)

6. Does the property book and TMDE nmst er
listing mtch? (ie. serial nunbers, quantity
nodel numbers) **

7. 1s there an updated calibration SOP and an
Ext ernal TMDE SOP?



a. Is the location of all radiation emtters
in the SOP?

b. Does the SOP describe the duties of the
TMDE coordi nat or ?

8. s the TMDE/ cali bration coordi nator assigned
on orders? TB 43-180 (01 OCT 94)

9. Is PMCS performed on TMDE equi pnent and
annot ated on DA Form 24047?** TB 750-25(01 MAR 97)

10. Are services on TMDE other than calibration
schedul ed on DD Form 314? TB 750-25 (01 MAR 97)

11. Is the unit ensuring that no nore than 50%
of any like itenms are turned in to TMDE for
calibration/w pe testing at one tine?

52nd ORD GRP O 3-1 (30 Cct 99)

WERE ALL DEFI Cl ENCI ES CORRECTED FROM LAST
| NSPECTI ON?* * YES NO

** Denotes critical item a NOGO in one of these areas results
in an overall UNSAT.

OVERALL RATI NG UNSATI SFACTORY SATI SFACTORY
COMVENDABLE

COMMENTS:







